
Pump P-900
Short Instructions

Select OK ESC

P-900

Step Action

1 Switch on the instrument by means of the mains switch on the rear panel.

 Self t est

2 Press OK to start synchronisaton.

 Pump synchronization

3 The main operation menu is shown.

 End 0.00ml/min
 0.00MPa 0.0%B
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Step Action

4 Set the flow rate.

 Set Flow Rate

5 Start the pump by setting it in RUN-mode.

 Run 2.50 ml/min

6 The main operating menu is shown.

 Run 2.50ml/min
 2.0MPa 0.0%B

7 Start a gradient by setting the Gradient Length and Gradient Target.

Set Gradient Length

Set Gradient  T a r get

8 Stop the pump by setting it in END-mode.

 End 2.50 ml/min
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Menu overview Pump P-900

Setup Hi Press Limit

Setup Lo Press Limit

Setup Pr. Full Scale

Setup Pressure Unit

Setup Gradient Base
(time)   time  volume

Set Conc./Gradient

Check

Setup

Run     23.40ml/min
2.00MPa      45.5%B

Set Flow Rate

Setup Gradient Mode

Setup Pump-A Type

Setup Pump-B Type

Setup Mixer

Setup Valve 1

Setup language

Setup Unit number

Run      1.00ml/min

Pause     1.00ml/min

Hold      1.00ml/min

End      1.00ml/min

Set Concentration B

Set Gradient Length

Alarm/Timer 12:30:52 Alarm/Timer action
(Bzz) Buzzer R un End

Set Gradient Target

Telephone  Service
012345678901

Contract Number
012345678901

Serial Number
01234567 YM 012345

Pump P-900
V1.00

Date of Maintenance
     ?

Buzzer Test

Set Display Angle

Check Heads  23.0MPa      

Check Total Run Time

Check Piston Strokes

Check Service Mode

Set Alarm   12:32:21
(0)        0 0.00.00

Set Timer   
(0)        0 0.00.00

Set Clock
(00:36:53)  0 0:36:53

Alarm/Timer 
(Buzz 05:15:00)

Setup Compr. comp
     on

Setup Comp A
(4.0E-10)  4. 0 

Setup Comp B
(4.0E-10)  4. 0 

Calib Press 
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